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Introduction

Accommodation is an optical change in the power of the eye 
when looking at a close distance from a far distance (1). The 
accommodation decreases with advancing age, which results 
in loss of vision in the near-term objects called presbyopia (2, 
3). In humans, the decline in accommodation amplitude (AA) 
results in a complete loss of near vision starting in the youth 
(4). Although changes in most of the anatomical structures, 

such as modified ciliary body configuration and loss of capsule 
flexibility, are associated with age, the most important change 
is the increase in the stiffness of the intraocular lens (1, 4). 

For the surgical restoration of active and dynamic ac-
commodation in the presbyopic eyes, an attempt is made 
to develop designed intraocular lenses (IOLs) or scleral en-
largement procedures to create a real change in the optical 
power of the intraocular lens during accommodation (5–7). 

Objectives: To measure the value of objective accommodation amplitude (AA) in patients using the new autorefractome-
ter device and to evaluate the effects of age, refraction errors, pupil diameter on objective AA measurements.
Methods: Three hundred subjects who were divided into five groups according to age were enrolled in this study. AA and 
pupil diameter were measured three times from both eyes using Tonoref III (NIDEK Co., Ltd.).
Results: The mean AA was 1.6325±0.061 Diopter (D) (0.13-9.11 D). The mean AA values were statistically significantly 
different between the groups (p=0.000). It was not observed gender effect on AA (p=0.115). Although there was no 
significant difference between emmetropic and myopic groups, there were significant differences between emmetropic 
and hyperopic groups and also between myopic and hyperopic groups concerning AA (p=0.000, for both). A statistically 
significant difference was found for the mean AA between the groups with and without refractive surgery (p=0.028). 
Correlation analysis revealed that AA is increased as the mean pupil diameter increases (p=0.000, r=0.202) and the mean 
pupil diameter decreases with increasing age (p=0.000, r=-0.308). When the AA obtained from the patients in group 1 
were compared with the AA values obtained by subjective accommodation tests, the AA values obtained by autorefrac-
tometer device were found to be correlated with push up, push down and minus lens tests (r=0.577, r=0.682, r=0.427) 
AA values obtained by autorefractometer device were found to be statistically significantly lower than other subjective 
tests (p<0.001).
Conclusion: The Tonoref III device seems to provide objective AA measurements in presbyopic or non-presbyopic 
individuals. Age, refractive error, pupil diameter and history of refractive surgery were effective on AA values, while the 
gender was not effective.
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Despite subjective clinical evaluations showed high patient 
satisfaction and good visual performance, accommodation 
performance measured objectively with these procedures 
was disappointing. Although patient satisfaction is impor-
tant, efforts to improve the performance of accommodation 
restoration procedures require objective measurements to 
understand their mechanisms of action. 

The subjective accommodation tests, such as the clinical 
push-up test, minus lens method used routinely, are not suit-
able for the precise demonstration of an eye-catching optical 
change in the power of the eye (8–11). Subjective tests do 
not reveal the change in passive depth of field due to small 
pupil diameter and ocular aberrations and active accommo-
dation in the eye (9–12). In addition, subjective tests signifi-
cantly overestimate the actual accommodation change when 
accommodation is available (9, 12). Thus, several methods, 
such as dynamic retinoscopy (DR) and autorefractometer, 
are available for objective AA measurements (12–15). The 
Tonoref III (NIDEK Co., Ltd, Gamagori, Japan) is a recently 
developed an autorefractometer device that has multiple 
functions, such as auto-refractor, keratometer, non-contact 
tonometer and non-contact optical pachymeter (16). The 
Tonoref III can also measure AA and can give us a pupil di-
ameter at the same time (16). The autorefractor function 
measures AA by focusing on a target approaching from a far 
distance.

In this study, we aimed to measure the objective AA 
in presbyopic and non-presbyopic participants using the 
Tonoref III device and to investigate the effects of age, gen-
der, refraction errors, pupil diameter and history of refrac-
tive surgery on AA.

Methods

This study was conducted at a tertiary university hospital. 
Three hundred subjects who admitted to our clinic for a rou-
tine ophthalmic examination were included in this study. The 
study adhered to the tenets of the Declaration of Helsinki 
and the study protocol was approved by the institutional re-
view board of the ethical committee.

Exclusion criteria were as follows: Best-corrected vis-
ual acuity (BCVA) lower than 20/25 on Snellen equivalent; 
spherical refractive error higher than 6.00 D of hyperopia or 
myopia; cylindrical refractive error higher than 2.00 D; any 
ocular pathology including cataract, strabismus, amblyopia, 
glaucoma, uveitis; any systemic disorder including diabetes 
mellitus, childhood diphtheria. In addition, any subjects re-
porting a history of significant ocular or head injury, his-
tory of retinal photocoagulation or ocular surgery except 
refractive surgery or history of prolonged use of topical 
cycloplegics, phenothiazines, tricyclic antidepressants and 
antivertigo drugs that may affect accommodation were also 

excluded from this study.
All patients underwent a comprehensive ophthalmologic 

examination, including BCVA, assessment of the anterior and 
posterior segments of the eye using a slit-lamp and direct 
ophthalmoscopy through an undilated pupil, respectively. 
An emmetropia was defined as one in which the spherical 
correction is less than or equal to ±0.50 D. Hyperopia and 
myopia were defined as any eye with a spherical correction 
of more than or equal to +0.50 D and -0.50 D, respectively. 

The participants were divided into five groups according 
to their age: The ages of 25-29 years were identified as group 
1, 30-34 years as group 2, 35-39 years as group 3, 40-49 
years as group 4, 50 years and over as group 5. The BCVA 
was obtained after undilated autorefractometer measure-
ments. A duochrome test was carried out for all patients to 
prevent over or under correction for distance.

For objective measurement using Tonoref III, the subjects 
were seated at the instrument with his or her head stabilized 
in the instrument chin rest and forehead strap. To maintain 
a stable pupil, room illumination was dimmed and was mea-
sured to be 0.1 lux at the headrest of the instruments where 
the subject sat. All measurements were performed at the 
same environmental conditions and the same time frame of 
the day (10:00-12:00 AM). Three consecutive measurements 
were made and means of these three values were recorded 
as AA. To stimulate accommodation, a chart as the fixation 
target (0.63 Snellen chart) was moved to the initial posi-
tion based on the measurement result of objective refractive 
value, and astigmatism of patients’ eyes were corrected au-
tomatically by Tonoref III. Then, measurement started when 
performing the alignment. The chart moves to minus side 
to apply accommodative stimulus (from +20 D TO -20D), 
and Tonoref III measures refractive index continuously while 
applying accommodative stimulus. The device measures AA 
between 0-10 D (0.01,0.12,0.25 increments), pupil diameter 
between 3 to 8.5 mm (1 mm increments). Refractive value 
of accommodation is only use central area. Measurement 
finishes under the specified condition: there is no change in 
accommodation power for more than six seconds or when 
measurement time reaches 30 seconds. Finally, the result 
was shown on a graph indicating accommodation power and 
change in refractive value. AA measured as difference be-
tween maximum and minimum refractive value. The pupil 
diameter was also detected with AA measurements. 

To determine the correlation between objective AA val-
ues obtained with new Autorefractometer device and other 
subjective accommodation tests, non-presbyopic patients in 
group 1 were subjected to push-up, push-down and minus 
lens subjective accommodation tests.

For the push-up method, the subjects initially viewed the 
target at a distance of approximately 40 cm. Then, the target 



Ozulken et al., Accommodation Measurement by New Autorefractometer 151

was moved slowly toward him/her along the ruler. The sub-
jects were instructed to keep the target as clear as possible 
and to report when it first became blurred. The endpoint 
was the first slight sustained blur, which was considered to 
be the point when the target could not be cleared after two 
or three seconds of viewing. The distance from the target 
to the spectacle plane was measured with a millimeter ruler 
and converted to diopters.

In the push-down method, the accommodative target 
was advanced toward the subject until a significant blur was 
produced, and then, the target was pushed away until the 
subject could just read the 20/20 row of letters. Again, the 
distance from the target to the spectacle plane was mea-
sured and converted to diopters.

In the minus lens procedure, a reduced Snellen chart was 
positioned at 40 cm. The subjects were asked to fixate on 
the 20/20 row of letters on the chart, while a minus power 
was added (in 0.25 D steps) to the previously-determined 
subjective refraction until the letters became, and remained, 
blurred. The ML amplitude was taken as 2.50 D (the dioptric 
equivalent of the working distance) plus the amount of mi-
nus lens power was added.

Statistical Analysis
Statistical evaluation of the data was performed using the 
Statistical Package for Social Sciences (SPSS) version 20.0. In 
the analysis of numerical data, conformity to normal distribu-
tion was examined using Kolmogorov Simonov and Shapiro-
Wilk tests. Since all the data were not normally distributed, 
Mann-Whitney U was used for paired group comparisons, 
and Kruskal Wallis H tests were used for multiple group 
comparisons. The correlation coefficient and significance 
were determined using the Spearman method. If the p-value 
was less than 0.05, the tests were accepted as significant.

Results
This study included a total of 600 eyes of the 300 patients. 
Of the 300 patients, 179 (59.7%) were female and 121 
(40.3%) were male. The mean age of the participants was 
39.06±0.608 years (25-65 years). From all participants, 284 
(47.3%) of the eyes were myopic, 124 (20.7%) were hyper-
opic, and 192 (32%) were emmetropic. Twenty-six eyes had 
refractive surgery. The age group, gender and refractive sta-
tus of the patients are shown in Table 1.

The mean AA of the eyes were 1.6325±0.061 D (0.13-
9.11 D). The mean AA values were statistically significantly 
different between the groups (p=0.000, for each) (Table 2). 
The findings showed that there was a statistically significant 
difference between the age groups and mean AA in both gen-
ders (p=0.000). As age increased, the accommodation value 
decreased. There was no statistically significant difference be-
tween the mean AA and the gender (p=0.115) (Figs. 1, 2).

In the analysis of refractive errors on AA, there was a sta-
tistically significant difference between the refractive groups 
for AA (p=0.000) (Table 3). In detailed subgroupanalysis, 
there was no significant difference between the emmetropic 
group and myopia group, but there were significant differ-
ences between emmetropia and hyperopia also between my-
opia and hyperopia groups (p=0.000). 

The mean AA was compared between emmetropic 26 
eyes of 13 patients who had undergone laser in situ ker-
atomileusis (LASIK) for myopia and 26 eyes of 13 age and 
sex-matched patients who had not undergone LASIK ran-
domly selected among emmetropic patients. A statistically 
significant difference was found for mean AA between the 
group with and without LASIK (p=0.028) (Table 4).

Table 1. The age group, gender and refractive status of the patients

  Patients (n) %

Gender

 Female 179 59.7

 Male 121 40.3

Age group

 25-29 63 21.0

 30-34 56 18.7

 35-39 55 18.3

 40-49 79 26.3

 50 and over 47 15.7

Total 300 100.0

  Eyes (n) %

Spherical group

 Emetrope 192 32.0

 Myopia 284 47.3

 Hyperopia 124 20.7

LASIK group

 Negative 574 95.7

 Positive 26 4.3

Total 600 100.0

Table 2. The mean accommodation amplitude values in age groups

Age group Mean accommodation amplitude p
  /Standard error/Min-Max 

25-29 3.1717±0.16488 (0.37-9.11) 0.000

30-34 2.0419±0.11372 (0.35-5.13) 

35-39 1.6935±0.11026 (0.23-5.58) 

40-49 0.7678±0.03598 (0.14-2.60) 

50 and over 0.4632±0.02636 (0.13-1.52) 

Total 1.6325±0.061 (0.13-9.11)
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It was also observed that the AA increased as the mean 
pupil diameter increased (p=0.000, r=0.202), and the mean 
pupil diameter decreases with increasing age (p=0.000, r=-
0.308) (Fig. 3).

In the non-presbyopic patients between the ages of 25-29 
in Group 1, AA values obtained by autorefractometer were 
compared with subjective accommodation tests. Mean AA 
values obtained by push up, push down and minus lens tests 
were as follows: 5.70±0.09, 4.71±0.08, and 7.52±0.07 and 
the AA values obtained by autorefractometer were statisti-
cally significantly lower than those of the other three subjec-
tive accommodation tests (p<0.001) (Table 5). Moreover, in 
group 1, it was investigated whether there was a correlation 
between AA values obtained with autorefractometer device 
and AA values obtained in other subjective tests. AA val-
ues obtained with autorefractometer device correlated with 
push up, push down and minus lens tests (r=0.577, r=0.682, 
r=0.427) (Fig. 4).

Discussion

In this study, we evaluated the newer autorefractometer 
device to determine the ability of the instrument to mea-
sure AA reliably. AA was measured with that device that 
was consistent with the normal distribution as it decreased 
with increasing age. We also evaluated factors affecting the 
measurements, such as age, gender, pupil diameter, refractive 
errors and history of LASIK surgery. 

Figure 1. The mean accommodation amplitude changes by age in dif-
ferent genders.
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Figure 2. The mean accommodation amplitude values in different age 
groups and genders.
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Figure 3. The mean pupil diameter changes by age.
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Table 3. The mean accommodation amplitude values in different refractive groups

Refractive group  Number of eyes Mean accommodation amplitude p

Myopia 284 1.8496 0.000*

Emmetropia 192 1.7806

Hyperopia 124 0.9057

Total 600 1.6325
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AA can be measured by different techniques as subjective 
and objective tests. Subjective methods, include the minus 
lens method, push down and push up test (4, 8). DR and 
automated refractometer are used for objective accommo-
dation measurements (1, 14, 17). Several studies evaluate 
these techniques and it was found that subjective methods 
typically overestimate true AA. Hence, the subjective tests 
do not differentiate between passive depth of field due to 
small pupils and ocular aberrations and active accommoda-
tive power change in the eye (4, 12). The autorefractometer 
objectively calculate the difference between the distance re-
fraction and near refraction and excludes subjective factors, 
such as depth of focus of the eye. Therefore, objective meth-
ods detect AA more reliably than subjective methods (1, 4, 
17). In previous studies, although autorefractometers were 
used, they showed distant and near chart and measured re-
fraction. In addition, the patients' refractive defects were 
corrected by contact lenses. In our study, the device cor-
rects astigmatism and measures the refraction as the chart 

moves and gives the AA. This technique seems to make the 
measurements very easy and completely objective. In our 
study, when we compared our results with subjective tests in 
non-presbyopic patients, we found that AA values obtained 
with autorefractometer device were correlated with other 
subjective tests and were significantly lower. Our findings 
support that subjective accommodation tests overestimate 
AA values, similar to the literature.

To study AA changing by different ages, Leon et al. (14) 
evaluated 1410 subjects between five and 60 years of age using 
DR and showed a significant negative correlation between age 
and the AA. Similarly, a metanalysis reported that subjective 
AA decreases approximately linearly with age until about age 
40 or 45 years at about 0.3 D per year (18). We also found a 
decrease in AA with increasing age. However, AA measured 
with Tonoref III was lower than that measured with DR un-
til the age of 45 years. In presbyopic groups, both methods 
had similar AA measurements. Another study evaluated the 
AA in the prepresbiyopic group aged between 21 to 30 years 
by WR-5100K autorefractor (Grand Seiko Co., Ltd.) also had 
higher levels of AA than our measurements (12).

The AA and its relationship with refractive errors have 
been studied in several studies. McBrien et al. (19) evalu-
ated the AA in students aged between 18 and 22 years and 
found that the AA was highest in late-onset myopia and 
least in hyperopia. Similarly, Leon et al. (14) found signifi-
cant differences between the values of AA for emmetropia 
and hyperopia and between myopia and hyperopia by dy-

Figure 4. Correlation analysis of objective autorefractometer accommodation test with subjective methods.
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Table 4. The mean accommodation amplitude in LASIK and Non-LASIK groups

LASIK Number of eyes Mean accommodation amplitude p
   /Standard error/Min-Max

Negative 26 1.4835±0.24171 (0.21-4.59) 0.012

Positive 26 2.8027±0.37179 (0.30-5.95)

Total 52 2.1431±0.23818 (0.21-5.95)

Table 5. The mean accommodation amplitude values in different 
accommodation tests

  Mean/Standard error/Min-Max

Objective autorefractometer 3.1717±0.16488 (0.37-9.11)

Push up  5.7008±0.0970 (4.00-7.51)

Push down  4.71363±0.08623 (3.56-6.22)

Minus lens  7.52540±0.07681 (6.00-8.45)
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namic retinoscopy. However, no significant difference in AA 
between emmetropia and myopia was observed. Another 
study also revealed similar results as myopic patients had 
higher AA than emmetropic hypermetropic patients, but 
after the age of 44 years, the AA converges to similar val-
ues in the three refractive groups (20). On the other hand, 
Schaeffel et al. (21) have shown that refractive errors do not 
affect the dynamics of natural accommodation. In our study 
group, a significant difference was found between hyperme-
tropic patients and myopic or emmetropic patients. Myopic 
and emmetropic patients had higher AA than hypermetropic 
patients. 

Accommodation generally accompanied by pupillary con-
striction (miosis) and binocular convergence. As known, 
pupil constriction has a positive effect on the size of the 
blurred image. Hence, accommodative miosis is important 
for good or acceptable retinal image quality in case of im-
paired accommodation. Miosis also increases the patient’s 
subjective AA as the blurred image decreases. Lopez-Alcon 
et al. (18) showed pupil diameter and its change during ac-
commodation were not affect subjective AA significantly 
even though its effect on fourth-sixth-order spherical aberra-
tion strongly depends on the pupil size. On the other hand, a 
study conducted by Lara et al. (22) indicates that AA can be 
dependent on pupil size in two ways. Firstly, a changing pupil 
size will change spherical aberration and thus measured AA. 
Secondly, when the pupil size is increased by lowering the 
ambient light levels, subjects reliably accommodated less be-
cause of the multifocality of the eye with large pupils and the 
accompanying increased depth of field. Therefore, it seems 
important to standardize the room light level at the time of 
AA measurements. We take that situation into account and 
all measurements were done at a constant room lightning 
level. On the other hand, Tonoref III can measure pupil diam-
eter at the time of the AA measurements. This precise con-
trol of pupil diameter allows more reliable measurements 
compared to the other objective and subjective methods. 
In our study, AA was higher when the pupil diameter was 
larger. Another finding in our study is that the pupil diameter 
decreases with age. Thus, we can say that patients with small 
pupil diameters have lower AA values. 

The effects of LASIK on AA have been investigated previ-
ously. Liu et al. (23) stated that LASIK treatment did not have 
a significant effect on AA. Another study by Prakash et al. 
(24) reported that the AC/A value after LASIK was stabilized 
between three months and nine months and it was a variable 
the first three months after LASIK. In our study, when we 
compared the patients who had been LASIK for myopia at 
least nine months ago with non-LASIK emmetropic patients 
in the same age group, we found the AA value was signifi-
cantly higher in the LASIK group. Since our patient count is 

low, non-dominant dominant eye distinction like in the first 
study and myopia degree was not known during LASIK. Our 
findings should be evaluated with further studies.

Our study has some limitations. We did not evaluate our 
results with other autorefractometers. Subjective accommo-
dation tests were used only in patients without presbyopia. 
Another limitation was that accommodation measurements 
of patients below the age of 25 were not evaluated. Due to 
the high number of participants, we think that generaliza-
tion can be made with the result of our study, which is the 
strongest part of our study.

Conclusion
Subjective accommodation methods measure the closest 
distance the patient can see clearly, while objective methods 
evaluate the actual increase in the eye's refractive power.

The depth of field of the eye may cause overestimated 
measurement of the AA value in subjective tests. Precise 
and reproducible objective measurements in AA will help us 
better understand the accommodation process and guide us 
in finding new ways to treat presbyopia. AA values measured 
with the Tonoref III device seem to be suitable for objective 
measurement of accommodation in presbyopic or non-pres-
byopic individuals.
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